[Results of clinical trials of the OTM-01A ophthalmic tonometer].
An automatic ophthalmotonometer OTM-01A and Goldman's tonometer were employed to measure intraocular pressure in 28 patients suffering from glaucoma (54 eyes) and 14 patients without ophthalmotonus impairment (28 eyes). Comparison of the data showed lack of significant differences in the tonometric readings in both observation groups, which permits recommending the tonometer OTM-01A for practical uses.